
Instructions for use English

PLEASE FOLLOW THESE STEP-BY-STEP  INSTRUCTIONS CAREFULLY. 

QuickPen®

The guide has been designed to help you more easily
learn how to inject with your QuickPen.

                                            Do not share needles, pens, or syringes with others. Do NOT reuse needles

This quick how-to guide—a short version of the instruction 
lea�et included in your QuickPen box .



Pen components

Turn it to select 
your dose

Dose selectorPen bodyInternal plunger

Always replace 
it to protect from light.

Pen cap

  Cartridge Cartridge holder

Dose indicator

Big outer  needle
 cap

Inner needle 
cap

    Needle Protective
 tab

Always use a new needle for each injection to reduce risk of contamination

QuickPen®



Loading a cartridge

Unscrew the pen body from the cartridge holder.
Put it to one side for later use.

Press to ensure that the internal plunger is fully 
retracted, push it completely in until it stops.
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Take the cartridge 
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Loading a cartridge

together.
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Load the cartridge into the cartridge holder, 
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Loading a cartridge

Remove the outer protective cap of the pen needle in
upward direction and save the cap. 
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Set the correct dose according to the instructions 
for use of the injection pen 

QuickPen®

Pull of the protective tab.

Carefully secure pen needle with the outer 
protective cap 



PERFORM A  SAFETY TEST
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Get rid of any air bubbles by tapping on the reservoir

QuickPen®

Hold the pen with the needle pointing up. Always 
perform the safety test before each injection.



Injecting your dose

The needle must remain under the skin for at 
least 10 seconds. This will ensure that the full dose
has been injected

Carefully secure pen needle with the outer 
protective cap 

 

1 3

2 4

After injecting, always remove the needle and put 
the outer needle cap back on the needle and 
unscrew (or pull) the needle from the pen.

QuickPen®

Check whether the injection pen is ready for injecting 
before every injection 

0
10s



Injection sites QuickPen®

The main injection sites are the thighs, stomach, buttocks or 
backs of the upper arms.  

Always  
use a new

needle

Make a mark of your 
recommended injection site

To increase comfort, make sure you 
choose a di�erent place to inject for 
every injection.

•  Divide the injection sites into   
 halves or quarters and use a   
 di�erent half/quarter every week. 

•  In each half or quarter, rotate the  
 place of injection clockwise by  
 about the width of a finger from  
 the last injection point.  



Injection technique QuickPen®

How to lift the skin

To make sure Melanotan II is injected under the skin, it can be helpful to 
inject into a skin fold. Lift a fold of skin between your thumb and 
index fingers. Keep it raised for 5 to 10 seconds after injection and 
until you have removed the needle from the skin.   

5 to 6 mm
needle

4 mm
needle

8 mm
needle

Adult 
slim

Adult  
normal, obese

Melanotan II is injected under the skin 
in the subcutaneous tissue.
 
How you should inject depends 
on your build and the length of the 
needle. 

You can see the di�erent injection 
techniques below. 

Always make sure to use the injection 
technique and needle length 
recommended by your doctor or nurse

Injection technique



Safety precautions QuickPen®

QuickPen should be used only after 
consultation with your healthcare professional.

 Read and follow the manufacturer’s instructions 
 provided with your cartridges. Please store your
 Melanotan II at the temperature recommended 
 by the manufacturer.

The needle should be removed and safely 
disposed of immediately after each injection. 



General information QuickPen®

The QuickPen should always be stored or 
carried with the needle removed, and the pen 
cap on.
To clean the QuickPen, wipe with a damp 
cloth. Do not immerse in water.

Warranty information

This product is guaranteed against manufacturing 
defects for 2 years from date of purchase. In 
the unlikely event of failure, , please contact your 
local Trin Pharma o�ce. Returning the device 
will not a�ect your statutory rights.

The QuickPen®  has been thoroughly tested and meets the dose accuracy 
requirements of ISO 11608-1.

QuickPen®  is a registered trademark of Trin Pharma

Manufactured in Germany by

Sterility is guaranteed if the  
package seal is undamaged.

Storage and cleaning

®
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